Objective: To report a case of serous retinal detachment after Pattern Scan Laser (PASCAL) treatment in a diabetic woman. Conclusions: PASCAL is considered to be a safe treatment, but one has to be aware of its potential side effects. It has to be used with caution in pregnant women.
Introduction
The Pattern Scan Laser (PASCAL) photocoagulator (OptiMedia, Santa Clara, California) was first introduced in 2005 for the treatment of various retinal vascular diseases [1] . It automates retinal photocoagulation using a brief pulse with rapid raster application of multiple spots, which allows shorter treatment delivery time [2] . It offers greater speed and comfort than traditional argon laser for patients receiving panretinal photocoagulation (PRP), and is widely considered as a safe treatment [3] . However, we now report the first case of a patient who developed large serous retinal detachment after PASCAL treatment.
Case description
A 34-year-old woman with long-standing insulin-dependent diabetes mellitus (IDDM), presented with florid diabetic retinopathy after a miscarriage during the 20 th week of pregnancy. Her blood pressure was always within normal limits, and there was no history of pre-eclampsia, eclampsia or any other vascular diseases as noted with her biological and clinical exam. According to her obstetrician, the miscarriage was due to poor control of her diabetes. On presentation, Best Corrected Visual Acuity (BCVA) was 20/40 right eye (OD) and 20/30 left eye (OS). Slit lamp examination was normal in both eyes (OU). Fundus abnormalities included multiple microaneurysms in the posterior pole, large blot hemorrhages and venous dilation OU. Fundus fluorescein angiogram (FFA) showed large areas of capillary nonperfusion and dye leakage from preretinal neovascularisation in all quadrants OU. There was no angiographic evidence of macular ischemia or leakage. Macular spectral-domain optical coherence tomography scan (SD-OCT) showed one small intraretinal microcyst without significant macular thickening or foveal involvement OU (Figure 1) . PRP with PASCAL photocoagulator was immediately started and completed OU the same day, using classic parameters as previously described [4] . 2000 laser spots of 200 microns and moderate intensity producing retinal blanching, using the Mainster PRP 165 laser lens were applied. Two days later, our patient presented with a rapid decrease in her vision. Her BCVA was 20/80 OU. Fundus examination showed extensive pan-retinal laser burns with large perimacular serous retinal detachment at the level of the temporal superior arcade as confirmed on SD-OCT (Figure 2 ). FFA revealed a marked reversal of microvascular lesions and leakage. During the following days, her vision further dropped to Count Fingers (CF) due to worsening of her retinal detachment. 2 sub-conjunctival injections of 0.1 ml Betamethasone were done 24 hours apart on each eye. One month later, her BCVA improved to 20/30. SD-OCT confirmed regression of retinal detachment.
Discussion
PASCAL is widely considered to be a safe and effective treatment in various retinal diseases. However, one has to be aware of its potential side effects. In this particular patient with very poor controlled diabetes, an extensive PASCAL treatment was done in order to prevent any hemorrhage, tractional retinal detachment and neovascular glaucoma, rendering future laser difficult or unresponsive. However, this may have exaggerated the effect of intra-vitreal growth factors already abundantly present in this 34-year-old woman who just had her miscarriage. Even if the pulse duration is shorter, this technique still delivers energy and heat to the retinal pigment epithelium and may be responsible for transient rupture of the bloodretinal barrier.
Conclusion
Long terms complications and eventual recurrences have to be carefully observed when using the PASCAL photocoagulator. It has to be used with caution in pregnant women. The maximal tolerated spot count per session as well as other laser parameters used to control proliferative diabetic retinopathy are yet to be determined, and should always be weighted to potential side effects encountered.
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